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OVERVIEW 

Monitor Overview 

 Module, Display, Battery Charging Status 

Mounts 

Simple Handle/IV Pole Mount 

TMR Handle, Dock 

External Display 

Cleaning 

Display Overview 

 Patient demographic area 

Alarm areas 

Parameter tiles 

 Message area 

 Quick keys 

Standard 

Optional Keys for External Display 

ADMITTING A PATIENT 

Patient Set up 

 Demographics 

Patient Category 

Obtain Patient Info 

Load Config 

Discharge/Standby 

Transfers 

Docking/Undocking with External Display or Passport 12m/17m 
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PARAMETERS 

ECG 

Electrode Placement 

 Pacemakers 

Analysis Leads 

Relearn 

 ST Monitoring 

 QT Monitoring 

Others 

  Pacemaker enhancement 

  Minimum QRS threshold 

SpO2 

Masimo 

Averaging 

Nellcor 

Sat Sec 

NIBP 

Intervals 

Clock Mode  

NIBP Stat 

Respirations 

Detection 

 Source 

Temp 
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IBP 

Label 

Module Conflicts 

Scale 

Zero 

PPV 

EtCO2* 

Standby 

12 Lead* 

ALARMS 

Levels/Audio Sounds 

Alarm Reset vs Alarm Pause 

Adjusting 

Parameters  

Arrhythmias 

Password Protection* 

Latching 

Relearn 

REVIEW 

Manual Event 

Graphic Trends 

Tabular Trends 

Events 
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Full Disclosure 

Linking 

Printing Trends & Events 

SCREENS 

Choose Screen 

Big Numerics  

 7 Lead Full Screen 

Screen Setup 

Normal Screen 

IBP Overlap 

Big Numerics 

Parameter Switch 

SET UP MENUS 

Print 

Mark Event 

PATIENT DATA 

History Data 

SUPPORT 

Facility Resources 

Quick Reference Guides 

Website:  www.mindraynorthamerica.com 

Tech support number:  877-913-9663 or 800-288-2121 
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